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Abstract. In the practical implementation of control of electromyography (sEMG) driven devices, algorithms should recognize
the human’s motion from sEMG with fast speed and high accuracy. This study proposes two feature engineering (FE) tech-
niques, namely, feature-vector resampling and time-lag techniques, to improve the accuracy and speed of least square support
vector machine (LSSVM) for wrist palmar angle estimation from sEMG feature. The root mean square error and correlation
coefficients of LSSVM with FE are 9.50 ± 2.32 degree and 0.971 ± 0.018 respectively. The average training time and aver-
age execution time of LSSVM with FE in processing 12600 sEMG points are 0.016 s and 0.053 s respectively. To evaluate
the proposed algorithm, its estimation results are compared with those of three other methods, namely, LSSVM, radial basis
function (RBF) neural network, and RBF with FE. Experimental results verify that introduction of time-lag into feature vector
can greatly improve the estimation accuracy of both RBF and LSSVM; meanwhile the application of feature-vector resampling
technique can significantly increase the training and execution speed of RBF neural network and LSSVM. Among different
algorithms applied in this study, LSSVM with FE techniques performed best in terms of training and execution speed, as well
as estimation accuracy.
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1. Introduction

Surface electromyography (sEMG) captured from the skin surface is recognized as a measurement of
muscle contracting activity that can reflect human kinematic information [1–3]. The use of sEMG for
human-machine interfaces such as exoskeleton rehabilitation [4], virtual reality [5], biomedical prosthe-
sis [6] and functional stimulation system [7] has been considerably explored. The real time control of
these devices requires for the continuous motion of humans to be quantitatively recognized from sEMG
with high accuracy in a short time. Therefore, one of the main works in sEMG-based control is the
exploitation of a universal, robust and efficient algorithm for sEMG-angle estimation. In the process of
kinematic motion recognition, the works are grounded on two steps, that is Feature engineering (FE)
of sEMG features and estimation of kinematic motion from extracted sEMG feature vectors using the
machine learning algorithms.

FE, also named feature processing, plays an important role in recognizing human kinematic informa-
tion from sEMG and the conventional feature engineering methods contain feature extraction, feature
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selection, data transformation and other methods [8]. As an essential step of FE, feature extraction used
to generate features to represent the characteristics of sEMG has been widely discussed in [9–12]. The
most commonly extracted features are integrated EMG (IEMG), zero crossing (ZC), slope sign changes
(SSC), wave length (WL) and difference absolute standard deviation value (DASDV) which are cal-
culated within a certain size of sliding window in time domain. How to determine an optimal size of
window for feature extraction is a significant issue. Chun et al. [13] indicated that the window size in
practical use of myoelectric control should be less than 300 ms. Triwiyanto et al. [14] studied the effect
of window size on the estimation precision and reported that 250 ms data for the calculation of features
could achieve the best estimation accuracy in elbow angle estimation. However, only statistical results
were obtained by [13,14], and the calculation for the optimal window size was not proposed. In addi-
tion to feature extraction, two another feature engineering techniques, namely, feature-vector resampling
and time-lag process, are used to promote the estimation performance. The Feature-vector resampling
technique was used by [15] to reduce the computations of algorithm. However, further details about
key parameters such as resampling interval, resampling number were not yet presented. As for time-lag
introduction technique, time delay value was introduced into the sEMG features by [15,16] and satis-
factory estimation results of the model were achieved. But few studies explained why introduced such a
time lag value for estimation performance promotion and how big the value should be through a reliable
analysis within our knowledge. Therefore, this study is conducted to fill the blank in above researches. In
our study, we not only proposed methods to determine the parameters including window size, time-lag,
resampling interval and resampling number, but also gave the reason why application of such techniques
could improve estimation performance.

To build a robust and efficient model for angle estimation from sEMG features, different machine
learning algorithms have been exploited into use. Among these algorithms, the neural network is one of
the most widely used in continuous joint angle estimation from sEMG. In [16], the neural network was
used for continuous finger joint angle estimation from sEMG features. Au and Kirsch [9] utilized time-
delayed neural networks to model the kinematics of shoulder and elbow from six channels of raw sEMG
signal. In [17], a multilayer back propagation neural network-based algorithm was presented for knee
angle estimation from four channels of sEMG. However, a major disadvantage of the neural network
is that the optimal structure and initial weights are manually determined, which requires consider time
and data for training and adjusting the model. In addition, the neural network is easily stuck in the local
minimum such that the predicted results of the model always deviate from the real data. Researchers
have studied other methods to build the relationship between angle and sEMG. In [18], a Gaussian
Mixture Model based algorithm was proposed to estimate knee angle by means of sEMG features.
The main drawback of this algorithm is that the expectation maximum iteration of learning process is
time-consuming [18]. In [14], a random forest based model for the elbow angle estimation using sEMG
features was constructed and achieve a good performance. However, the structures of the aforementioned
models are complex and difficult to define, thereby limiting their use in real-time implementation. To
address these drawbacks, support vector machine is utilized as an alternative method. The least support
vector machine (LSSVM) is a universal solution, with a defined simple structure, for classification and
regression problems, as introduced by Vapnik [19]. For the joint angle estimation from sEMG, LSSVM
has been preferred in researchers [12,20]. In [20] LSSVM and neural network were used for sEMG-angle
estimation in walking cats and the estimation results of LSSVM and neural network were also compared
in which LSSVM was reported to achieve a better performance in predicting the phase of hip angle. Xiao
et al. [12] proposed a grey feature-weighted least square support vector machine (GFSVM) for elbow
angle estimation with minimal estimation error and good consistency with the actual angle. Besides,
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Fig. 1. The experimental platform.

LSSVM model has been used to solve linear equations whereby no numerical iteration and quadratic
programming are involved [12,21] and thus contributes to the extensive use in numerous fields. Given
these advantages, this work selects LSSVM as the machine learning model for sEMG-angle estimation
model.

This study aims to explore two FE techniques to improve sEMG-angle estimation of LSSVM. Two FE
techniques, namely, the introduction of feature-vector resampling and application of time-lag process,
are presented first. The determination of the related parameters of the techniques are then studied. To
evaluate our methods in sEMG-angle estimation performance, the radial basis function (RBF) neural
network is also introduced for comparison. The experimental results verify that FE techniques with
optimized parameters can improve the estimation performance of the LSSVM, as well as that of RBF
neural network. Furthermore, LSSVM with FE can achieve the best estimation performance in this work.

2. Methodology

2.1. Experimental protocol

Five health subjects aged 22 to 35 years old without history of neuromuscular disease were invited to
perform the experiment. The experimental procedures and consents were presented before the experi-
ment was conducted. The experimental platform was built as shown in Fig. 1. The dry tri-electrodes for
sEMG signal collection were used and strapped along the lower arm of the subject as shown in Fig. 1.
The inertial measurement unit (IMU) for angle data collection was attached on the hand. In addition,
the subjects were told to relax to exclude the influence of muscular tone on the sEMG signal. Before
performing the experiment, the subjects fixed their hands in line with the lower arm. During the ex-
periment, the subjects flexed about 80◦ and extended their wrist joint alternatively in the sagittal plane
around the coronal axis for about 19.6 s in each trial. For each subject, the experiment was divided into
two processes. In the first process, the subject performed the flexion-extension motions about 4 times
and the obtained data were used as the training set for the model. In the second process, each subject
performed four trials in the experiment. The numbers of flexion- extension of the four trials were 3, 4, 5
and 6 respectively. The measured angle and sEMG were used to validate the trained model. The motion
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Fig. 2. FE techniques. The red rectangle represents the sliding window.

speed of flexion-extension motions varied from 0.35 rad/s to 4 rad/s. In the interval of two trials, each
subject was given 2 min rest to eliminate the fatigue’s influence on sEMG signals. The flexion-extension
angles value in the palmar direction were denoted positive and the angle was set as zero when the hand
was in line with lower arm as shown in Fig. 1. The wrist palmar flexion and extension angle in this study
ranged from 0◦ to 80◦ [22].

2.2. Data processing and acquisition

Palmar flexion and extension of wrist are correlated with the contraction of flexor carpi radialis and
flexor carpi ulnaris [14]. To avoid computational complexity, flexor carpi ulnaris was selected as the
studied muscles in this work. The experimental settings are shown in Fig. 1. Dry sEMG electrode and
signal processing board (SEN0240) were cooperatively developed by YMotion and DFROBOT [24]. As
shown in Fig. 1, a single channel of raw sEMG signal was collected from dry electrode strapped on the
flexor carpi ulnaris muscles. This signal is then filtered by an analog band-pass filter and amplified by an
amplifier embedded in the signal processing board. The amplitude of the processed sEMG signal ranged
between 1.5 V and +1.5 V. The wrist angle is recorded by a 9-dof razor inertial measurement units
(IMU) that is attached on the hand. The angle and sEMG signals are then simultaneously sampled by the
A/D in STM 32 board. As the frequency of filtered sEMG distributes between bands 13 ∼ 500 Hz [22],
the sampling frequency was set as 1/∆t = 1024 Hz to capture sufficient hidden information from raw
sEMG signal. The data were relayed to the computer and further processed by algorithms in MATLAB
2014b for angle estimation. An i7-4790 3.6 GHZ CPU was configured in the computer.

2.3. FE for sEMG processing

The structural diagram of feature engineering is shown in Fig. 2. From the figure, original feature
vectors F(i) with five feature elements, namely, IEMG, ZC, SSC, WL and DASDV were initially ex-
tracted from the sEMG signal by a certain size sliding window N first and N will be presented in the
subsequent section. F(i) data were resampled at an interval of B∆t and M resampled feature vectors F(k)
(k = 1, . . . , M) were obtained. A single time lag Tlag = P∆t was then introduced into the feature vector
F(k). In other words, the feature vector shifted P∆t units in the negative direction of the time axis. The
input feature elements of vector with a time lag F(kP) for the LSSVM can be obtained and expressed as
follows.

1) IEMG:

FIEMG(k − P ) =
1

N

k∑
i=k−N+1

|emg(i)| (1)
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2) ZC:

FZC(k − P ) =

k∑
i=k−N+2

sgn[−emg(i)emg(i− 1)] (2)

3) WL:

FWL(k − P ) =

k∑
i=k−N+1

|emg(i)− emg(i− 1)| (3)

4) SSC

FSSC(k − P ) =

k∑
i=k−N+3

sgn{[emg(i+ 1)− emg(i)][emg(i)− emg(i− 1)]} (4)

5) DASDV:

FDASDV(k − P ) =

√√√√ 1

N

k∑
i=k−N+2

[emg(i− 1)− emg(i)]2 (5)

Where F (k) = [FIEMG(k), FZC(k), FWL(k), FSSC(k), FDASDV(k)] = F (k) (k = 1, 2, . . ., M1, M) is
the resampled feature vector and emg(i) (i = 1, 2, . . ., BM1, BM) is the raw sEMG data sampled at ith
sampling time at frequency of 1/∆t. Each element was introduced into a time lag value P , the feature
vector F (kP ) was defined by emg(k) and its former emg data. On the basis of the obtained feature
vector, the training data set D is built as follows.

D = [Y, FIEMG, FZC, FWL, FSSC, FDASDV]M×6 (6)

Y = [y(1), . . . , y(k), . . . , y(M)]T1×M (7)

Fj = [Fj(1), Fj(2), . . . , Fj(k), . . . , Fj(M)]T1×M (j = IEMG,ZC,WL, SSC,DASDV) (8)

Where Y is the time series of resampled joint angle y(k) measured by IMU at frequency of 1/B∆t.
Fj is the time series of the resampled feature j after being introduced into a time delay. And y(k) is the
resampled angle from measured angle of IMU at kB∆t time.

2.4. LSSVM with FE

The proposed LSSVM with FE is a regression model that maps the relationship between sEMG of the
flexor carpi ulnaris muscles and the palmar flexion angle of the wrist. A basic structure of LSSVM with
FE for palmar flexion angle estimation is shown in Fig. 3. The blue part represents the training stage of
the model, whereas the red part depicts the validation stage.

In the training stage, the sEMG signals were initially processed by FE methods and the resampled
sEMG feature vector introduced into a single time lag was obtained. The processed sEMG feature vector
and measured angle were then relayed to the LSSVM model Y(k) for model training. The trained model
for angle estimation was obtained. The time lag process was used to rematch the measured angle and
input feature in the time axis and feature-vector resampling technique was applied to reduce the number
of the training data.

In the validation stage, the feature-vector time-lag process was also used for the time-matching be-
tween the angle and sEMG feature vector. Although we evaluate the estimation speed of model by
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Fig. 3. Basic structure of LSSVM with FE techniques. The blue lines represent the sEMG and angle data flow in the training
stage. The red lines indicate the sEMG data flow in the validation stage.

processing 12600 EMG data, the resampling technique in validation stage would only reduce the num-
ber of validation data and not improve the estimation speed. Hence, we excluded the time-lag process
in the validation stage. The processed feature vector was then inputted into the trained model Y(k) for
angle estimation. In the training stage, the LSSVM model Y(k) is defined as follows.

Y (k) =

M∑
i=1

αiK(F (i), F (k)) + b (9)

[
b
α

]
=

[
0
Y

] [
0 1Tv
1v Ω + 1

C I

]−1
(10)

K[F (i), F (j)] = exp

(
−||F (i)− F (j)||2

2δ2

)
(11)

Where 1v = [1, 1, . . .,1]TM × 1, α = [α1, α2, . . ., αM]T, Ωij = K [(F(i),F(j)], Y = [ymea(1),. . . ,
ymea(k), . . . , ymea(M)] T, and C is the regularization parameter. The K [(F(i),F(j)] is the Gaussian kernel
function and δ is the scale factor of the Gaussian kernel. The optimal C and δ2 are learnt by particle
swarm optimization [25]. The LSSVM can estimate the joint angle from sEMG with good estimation
performance in each trial when C and δ 2 were set as 1 and 20 respectively. As is shown in Fig. 3 and
Eqs (9)–(11), the structure of the LSSVM with feature engineering method for angle estimation is only
defined by the dimension of input feature vector and the number of training data M. Therefore, searching
for an optimal structure for the model was no longer needed, random forests and other models that could
enhance the generalization of the model. In addition, the computational complexity of the LSSVM is
closely correlated with the number of training data M. Smaller M is, a simpler LSSVM model is.
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Fig. 4. Color maps of the estimated results of C#1 when different parameters of feature vector resampling were applied. M is
the number of resampling points and B is the interval of sampling. (a) Color map of the RMSE value of C#1. (b) Color map of
the CC value of C#1.

2.5. Statistical evaluation of performance

In this work, two statistical indexes including mean square error (RMSE) and correlation coefficient
(CC) are introduced in this work to evaluate the performance of the proposed algorithm. The RMSE can
be obtained as.

RMSE =

√∑
i (ŷ − y)2

N
(12)

Where, y is the estimated angle of model Y (K), and is the actual angle measured by IMU. A smaller
RMSE implies a higher estimation accuracy of the model is. CC is obtained as follows. In Eq. (13), Cov
represents the covariance and D is the variance. The bigger the CC value is, the more consistent with
each other and y are.

CC =
Cov(ŷ, y)√
D(ŷ)D(y)

(13)

Where Cov represents the covariance and D is the variance. A bigger the CC value implies that ŷ is
more consistent with y.

2.6. Determining parameters in feature vector resampling

This section intends to determine two parameters in the feature vector resampling, namely the resam-
pling interval B and number of resampling data M, to achieve excellent estimation performance in terms
of speed. The training data set was collected from subject C and the validation data was contributed by
the 1st trial of subject C(C#1). The estimated RMSE and CC value of LSSVM in which the B and M are
set difference values are depicted by color maps. Resampling interval B has been searched from 1 to 60
and number of resampling data M has been searched from 1 to 1500. The number of the training data
BM (the production of B and M) collected in each trial was approximately 20000. For this reason, we
could only obtain estimation results when BM < 20000. When BM > 20000 the CC value and RMSE
value are set as 0 and 100◦ respectively. The estimation results when different B and M are applied is
expressed by Fig. 4. Figure 4 is the color maps of CC value and RMSE value. The more blue color is,
the larger the value is. From Fig. 4a and b, when the color of the B and M in the maps are the same, these
points are distributed around an inverse proportional function curve. Furthermore, if BM was a constant
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Table 1
Eight pairs of parameters in feature vector resampling

Group1 (1,4000) (5,800) (10,400) (20,200)
Group2 (1,6000) (5,1200) (10,600) (20,300)

Fig. 5. Estimated results of A#4 when the parameters of feature resampling is set according to Table 1. (a) Estimated results
of A#4 when the parameters of feature resampling are set as group 1. (b) Zoomed portion of (a). (c) Estimated results of A#4
when the parameters of feature resampling are set as group 2. (d) Zoomed portion of (c).

value, the variation of B and M would not affect estimation accuracy. Only when the total number of
training data BM change, the estimated RMSE and CC values vary dramatically.

To further verify our conclusion, we used another training data set collected from the first trial of
subject A (A#1). Eight pairs of parameters in the feature vector resampling (B, M) were divided into two
groups (In each group the product of B and N is equal to a constant) as listed in Table 1. The estimation
results of each pair of data is as shown in Fig. 5. From Fig. 5a and b, the estimated angle curves were
very close to each other in each group where BM was kept as a constant when the time interval B was set
as 1, 5, 10 and 20 respectively. Similar results were also found in the trials of other subjects. Therefore,
the variation of B and M had minimal effect on the estimation accuracy of the proposed model if the
product of B and M was a constant value.

However, the variation of B and N should be limited to a certain range. In other words, N should not
be extremely small, such that the dynamic information of humans might not be reflected by the extracted
vectors. If B is larger than the window size N, information loss would occur in the feature extraction,
because certain sEMG data were surely not involved in the feature calculation. Thus, we recommend
that B should be smaller than 1/5 of the window size N. This way, the number of training points M could
be reduced and the kinematic information could be kept in the features, if a proper resampling interval
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Fig. 6. Structural diagram of sEMG-angle estimation process.

B was set. According to Eqs (9)–(11), the computational complexity of LSSVM was mainly decided by
the number of training data. Given a smaller M and larger B, the time for training and LSSVM execution
could be significantly reduced.

In view of computational efficiency and estimation accuracy, the number of data N and the interval of
feature vector resampling were set as 250 and 30 respectively.

2.7. Determining the parameters in time lag introduction

This section intends to determine the window size N and time-lag value Tlag to achieve an excellent
estimation accuracy. Instances of time differences were initially studied in the estimation system to de-
fine time-lag value Tlag = P∆t quantitatively. Figure 6 shows the diagram of the sEMG-angle estimation
process, which includes the training and validation stages. In the training stage, the data flow of the angle
and sEMG is marked by red and blue lines respectively. Three time error was caused by the band-pass
filter, electro-mechanical delay [26] and sliding window of feature extraction in training stage of the
system. The band-pass filter introduced Tfil time delay into the raw sEMG data emg(k) and the sliding
window of feature extraction bourght N/2 time delay into the feature vectors F(k) of sEMG. Given the
existence of electro-mechanical delay, sEMG took a TEMD time led over the measured angle ymea(k).
Therefore, time difference occurs between the measured angle and extracted sEMG features. Hence,
non-synchronized features can not reflect the motion characteristics of humans well and the model for
the sEMG-angle estimation would not be well trained. Therefore, a time lag Tlag was introduced into
the sEMG feature vectors for training to reduce the time differences between sEMG and angle. T lag is
defined as follows.

Tlag = N/2∆t+ Tfil − TEMD (14)

In the validation stage, the sEMG data flow is marked by the blue lines, whereas estimated angle is
marked by the black line in Fig. 6. The band-pass filter and feature extraction would introduce time lags,
thus a time difference existed between estimated angle and actual angle. The time lag T’ lag between
the estimated angle and sEMG in the validation stage is calculated as follows.

T ′lag = N/2∆t+ Tfil (15)
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Fig. 7. Estimated results of E#3 when different parameters of time lag introduction are applied. The N and P are the window
size and time lag. (a) Three dimensional graphs of RMSE. (b) Three dimensional graphs of CC. (c) Color map of RMSE.
(d) Color map of CC.

The three dimensional graphs Fig. 7a and b which describe the relationship between the RMSE value,
CC value and N, P by using the data from the third trial of subject E (E#3) verified the feasibility of ap-
plying Eq. (14) to determine the time lag value. The projections of these dimensional graphs are shown in
Fig. 7c and d respectively. When the maximum CC values and the minimal RMSE values were attained,
the distributions of N and P points were concentrated around a straight white line. In other words, when
the best estimation accuracy of the model was achieved, the time lag values were proportional to window
size N. In addition, the functional relationship of N and P, marked by the white lines, could be calculated
from Fig. 7c and d. The function of the white line agrees with the calculation Eq. (14). Therefore, the
relationship of N and P could be described by Eq. (14) when the optimal estimation performance of
LSSVM was achieved. In Eq. (14), the (TEMD − Tfil) of approximately −240 could be obtained from
Fig. 7c and d. When the window size N is set between 300 and 700, the RMSE around the white line
was smaller than the rest of the parts in the map (Fig. 7c). We set the window size N and time lag value
P as 600 and 80 respectively with reference to Eq. (14).

3. Results

3.1. Effect of FE on LSSVM for angle estimation

This section aims to verify that the application of the two FE methods can enhance the sEMG-angle
estimation ability of the models. The two FE techniques, namely the feature vector resampling and time
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Table 2
The estimation performance of the models

Model Average RMSE (deg) Average CC Training time (s) Execution time (s)
LSSVM with FE 9.50 ± 2.32 0.971 ± 0.018 0.0160 0.053
LSSVM 14.23 ± 3.11 0.947 ± 0.024 5.9850 1.703
RBF with FE 12.12 ± 2.4 0.958 ± 0.021 0.0355 0.067
RBF 15.42 ± 3.3 0.921 ± 0.032 81.779 1.669

Fig. 8. Estimated RMSE of each subject using different algorithms.

lag introduction for sEMG recognition are incorporated into two machine learning models namely the
LSSVM and RBF neural network respectively. The input vector of the models (LSSVM, RBF neural
network) processed by the FE methods contains a small number of the resampled sEMG vector with a
time lag shift. These models are called LSSVM with FE, RBF with FE respectively. To investigate the
influence of FE on the estimation performance, the models with a large number of un-resampled and
unsynchronized feature vectors are used for comparison. These methods are named RBF and LSSVM.
The comparison of the estimation results of all trials verifies that the FE methods can reduce the compu-
tational complexity of the model and improve estimation accuracy. For each subject in the experiment,
the estimated RMSE and the CC between the estimate and actual angles are presented by the bar graphs
in Figs 8 and 9 respectively. The data from the second trial of subject B (B#2) shows the estimation per-
formance. A total of 12600 sEMG data for the angle estimation are used to evaluate the executive speed
and accuracy of the models. The sEMG data are processed by the algorithm programmed in MATLAB
2014b. For each model, the average estimation accuracy, training speed and estimation speed are listed
in Table 2.

According to Figs 8 and 9 and Table 2, the estimated error of the LSSVM with FE are considerably
smaller than that of the LSSVM. Moreover, the estimated angle of LSSVM with FE agrees more with
the actual angle than that of LSSVM. Therefore, the LSSVM with feature engineering shows a better
estimation accuracy and estimation than LSSVM alone. Likewise, the RBF with FE techniques exhibits
a higher estimation accuracy than RBF alone (Table 2, Figs 8 and 9). The comparison of the estimation
performance between models (RBF, LSSVM) alone and the models with FE in Figs 8 and 9 that verify
that the application of the two FE techniques can improve the estimation accuracy of the machine learn-
ing models. In addition, the estimation deviations of the models with FE for each subject are smaller
than that of the models without FE (Table 2). Hence, the application of FE could enhance the estimation
stability of the models.
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Fig. 9. Estimated CC of each subject using different algorithms.

The models with FE exhibit a major advantage in terms of training and executive speed. As shown in
Table 2, when the proposed FE method is used, the training time and execution time of the models for
joint angle estimation are considerably reduced. Therefore, the proposed FE techniques can improve the
estimation speed and accuracy of machine learning models indeed.

3.2. Comparison of the LSSVM with FE, LSSVM, RBF and RBF with FE

This study compares the estimation results of LSSVM with FE with those of the RBF alone, RBF
with FE and LSSVM alone to show the excellent estimation performance of the propose algorithm.
In this work, an RBF neural network with three layers, namely, input layer, hidden layer and output
layer, is used with spread parameters of 2500. The training epoch and learning rate of RBF are set
as 8000 and 0.0001 respectively. In the RBF with FE algorithm, the feature vector processed by the
proposed two FE techniques with same parameters is inputted into the RBF neural network for model
training. The trained RBF model is then used for angle estimation. Figures 8 and 9 and Table 2 show the
comparison results between LSSVM with FE and other algorithms (LSSVM alone, RBF alone and RBF
with FE). The LSSVM with FE exhibits a smaller error and a higher correlation with the actual angle than
other algorithms when estimating the joint angle of each subject (Figs 8 and 9). The estimation RMSE
value and CC value of the proposed algorithm are 9.502.32 and 0.9710.018 respectively. In addition, the
smallest deviation of the REMSE and CC of LSSVM with FE are also obtained.

Figure 10 shows the estimation results of the fifth trial of subject B (B#5) by using the aforemen-
tioned methods. The estimated angle curve of the LSSVM with FE can trace the actual angle curve best
(Fig. 10a–b and d–f). The zoomed portion of the comparison results of all methods for angle estimation
are shown in Fig. 10f, which further confirms that the estimated angle curve using the LSSVM with FE
is the closest to the actual angle curve with excellent estimation accuracy.

The LSSVM with FE distinguishes itself not only in estimation accuracy but also in the training and
execution speeds. The average training and execution times of LSSVM with FE are 0.016 s and 0.053 s
respectively. According to Table 2, the average training speed of the proposed algorithm is about 380
times the speed of LSSVM, about 5000 times that of RBF and 2 times that of RBF with FE. Moreover,
the average execution speed of the proposed algorithm is about 30 times the speed of LSSVM and 25
times than that of RBF. Hence, the speed of the proposed algorithm in the training and validation stages
is the fastest.
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Fig. 10. Estimation results of B#5. FE is the abbreviation of feature engineering (a) Comparison results between LSSVM with
FE and RBF with FE. (b) Comparison results between RBF and RBF with FE. (c) Comparison results between LSSVM with
FE and LSSVM. (d) Estimation results of LSSVM with FE. (e) Comparison results between LSSVM with FE and other models.
(f) Zoomed portion of (e).

4. Discussion

In this work, the LSSVM with two FE techniques, namely feature-vector resampling and time lag
introduction, is proposed to estimate the kinematic information of human from sEMG. The application
of the two FE techniques enhances estimation performance of LSSVM alone and the LSSVM with
FE estimates the angle with fastest speed and highest accuracy. Particularly, the training and execution
speeds are remarkably increased by using the feature-vector resampling technique and the estimation
accuracy is considerably improved by introducing a time lag into the input feature vector of LSSVM.

The employment of feature-vector resampling technique has been presented in several studies [15,
27,28] for sEMG pattern recognition. However, the resampling technique has not yet been analyzed in
depth. We conduct considerable experiments and conclude that the reducing or increasing of resampling
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points and resampling interval within a certain range does not decrease estimation accuracy if the num-
ber of sampling points (BM) is maintained as a constant value. On basis of this conclusion, we apply
the feature-vector resampling technique to improve the estimation and training speeds of LSSVM by
reducing the resampling points. Within a certain sampling time, although the number of the sampling
points is reduced by (7500–250)/7500 = 29/30, sufficient kinematic information is still retained in the
resampling signal (Fig. 5a and b). With reference to Eqs (11)–(13), the computational complexity of
the LSSVM is correlated with the number of resampling points. The training and execution times of
LSSVM decreases significantly (Table 2) whereas the estimation accuracy only slightly effected.

The introduction of time-lag technique in model to improve the sEMG-motion estimation performance
was studied in [15,16]. However, no method has been proposed to determine the time lag value quan-
titatively. The time-lag value was set through trial and error in [9] and through genetic optimization
algorithm in [15]. In present study, we not only introduce a time-lag value into the sEMG feature vector
to enhance the estimation capability of the model, but also proposes an empirical calculation Eq. (9) to
determine the proper time lag value. In comparison with aforementioned methods, the method proposed
in this study can determine a proper time lag value in a short time period. Moreover, after the input fea-
ture vector of the LSSVM is introduced with a time lag, the estimation accuracy c as shown in Table 2
(Figs 8 and 9 and Table 2).

The average execution time of the proposed algorithm in processing 12600 data (about 12.3-s signal)
is 0.053s respectively. The shortest execution time of state-of-art methods such as random forest (RF)
using multiple time-delayed features, RF, time delayed artificial neural network (TDANN), in processing
17.57-s signal (about 1800 data) is 0.2642s [15]. Evidently, the estimation speed of the LSSVM with
FE optimization is much faster than the aforementioned methods. As for the estimation accuracy, the
RMSE of TDANN for elbow angle estimation is 19.65.9◦ [9], which is remarkably higher than that of
the proposed algorithm. The average CC value of GFSVM, the scaled conjugate artificial neural network
and back propagation neural network are 0.923, 0.918 and 0.894 respectively [12] which are lower than
that of the LSSVM with FE.

In this work, LSSVM is selected as the machine learning model for the angle estimation. The estima-
tion results in Fig. 8f and Table 2 show that the excellent estimation performance of LSSVM. According
to Eqs (11)–(13), the weight and bias of the LSSVM can be directly obtained by solving the matrix
multiplication and no iteration computation is involved. In addition, determining an optimal structure
for LSSVM is unnecessary.

This work aims to estimate the continuous joint angle for the control of the exoskeleton. After intro-
ducing the two feature engineering methods into the LSSVM, the complexity of the model is consider-
ably reduced whereas the estimation ability of the model is largely enhanced. The proposed algorithm
can estimate the continuous joint angle with fast speed and high accuracy. Therefore, further research
is warranted to program the LSSVM with FE algorithm in the embedding system for the myoelectric
control of the exoskeleton in real time.

5. Conclusion

This paper proposes two FE techniques, namely, feature-vector resampling and time-lag introduction,
for LSSVM to exploit the kinematic information hidden in the sEMG. The application of feature vector
resampling largely decreased the training and execution times of the LSSVM alone and the time lag
introduction significantly increased the estimation accuracy of the LSSVM. The proposed method are
verified by several trials with different subjects, the results show that the proposed algorithm has good
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generalization and strong robustness in angle estimation. The average execution and the average training
times of the proposed algorithm in processing 12600 data are 0.016 s and 0.053 s respectively. The
average CC value and RMSE value of the algorithm are 9.50 ± 2.32◦ and 0.971 ± 0.018◦ respectively.
In comparison with other models (RBF, LSSVM, RBF with FE), the LSSVM with FE achieves the
best estimation performance. In view of the high estimation speed and accuracy of the algorithm, this
algorithm would be implemented in an online control of the exoskeleton in future work.
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