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Abstract. Endotracheal Intubation (ETI) is an airway procedure commonly used to secure the airway for a variety of medical 
conditions. Proficiency in ETI procedures requires significant clinical experience and insufficient data currently exists de-
scribing the physical ergonomics of successful direct laryngoscopy. The research objectives of this study were to examine 
how ETI time, error and practitioner biomechanics varied among clinical experience levels and hospital bed heights. The 
participant population included novice and expert personnel, differentiated by their exposure to ETI procedures. Participants 
used a standard laryngoscope and blade to perform ETI trials on an airway manikin trainer at predesigned hospital bed 
heights. Participants were evaluated based on ETI time and accuracy, as well as wrist postures and muscle utilization. Hos-
pital bed height did not affect task completion time, error rates or muscle utilization. Expert participants exhibited less ulnar 
deviation and forearm supination during task trials, as well as a higher utilization of the bicep brachii and anterior deltoid 
muscles.   Expert grasped instrumentation differently, requiring less wrist manipulation required to achieve ideal instrument 
positions. By encouraging ergonomic best-practices in hand and arm postures during ETI training, the opportunity exists to 
improve patient safety and reduce the learning curve associated with ETI procedures. 
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1. Introduction 

1.1 ETI Overview 

Proficiency in endotracheal intubation (ETI) 
requires significant training and real world expe-
rience, as errors are frequent and potentially life 
threatening. Training, teamwork and difficult air-
way management are paramount concerns in the 
field of intubation training and practice [3]. Be-
cause of the inherently chaotic environment of 
emergent situations, personnel proficiency per-
forming intubation procedures can range widely. 
ETI procedures are typically performed by nurse 
anesthetists and resident and attending physicians 
within anesthesiology and emergency medicine 
departments. 

Specific postures and practitioner ergonomics 
are not universally defined within intubation train-
ing, and instruction typically follows the appren-

ticeship model of “see one, do one, teach one” 
within a variety of medical fields.  Identifying best 
practices in intubation biomechanics could shorten 
the learning curve, improve ETI success rates and 
reduce ventilation time in both emergent and con-
trolled intubation situations while also providing 
objective metrics for intubation teaching and learn-
ing.   

1.2 ETI Procedures 

With the patient in the supine position, the cli-
nician uses their right hand to maintain the pa-
tient’s head, neck and atlanto-occipital joint posi-
tions while operating the laryngoscope with their 
left hand. Accurate placement of the endotracheal 
tube requires that the clinician be able to expose 
and visualize the vocal chords of the patient by 
placing the laryngoscope at the base of the epiglot-
tis and applying force along the axis of the laryn-
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goscope. Once the vocal chords are exposed, the 
endotracheal tube is then inserted beyond the tra-
chea under direct vision, until a mid-trachea depth 
is achieved. Mid-trachea depth varies based upon 
patient anatomy, however in adult patients this 
depth is typically 21-23cm beyond the teeth. At this 
point, the endotraceal tube cuff is inflated, protect-
ing the lungs from aspiration while allowing for 
ventilation to begin.   

 
 

1.3 ETI Complications & Risks 

Intubation success rates, occurrence of errors 
and instances of complications vary significantly 
across patient conditions and intubation environ-
ments [9]. In a 2006 study, blunt trauma was the 
leading adverse event experienced by patients dur-
ing ETI procedures [3]. Intubation failure rates 
of .13% - .30% and difficulty rates of 1.10% – 
3.80% exist even in the controlled environment of 
the operating room [4]. The consequences of intu-
bation complications are most severe in respiratory 
failure situations, and the inability to intubate and 
ventilate in such situations often results in patient 
morbidity and mortality [1]. Other ETI related 
complications include aspiration, anoxic brain in-
jury, and fluid or blood in the airway [9, 10].  

1.4 ETI Training  

Traditional intubation training involves a com-
bination of didactic and experiential learning [11]. 
Clinicians acquire ETI skills within the scope of 
their respective medical functions, and it has been 
observed that the evaluation and definition of intu-
bation proficiency varies among emergency medi-
cine, paramedic, and anesthesiology training [8]. In 
a 2006 study of ETI success rates by emergency 
medical residents (EMRs), training periods aver-
aged 86 intubations in clinical rotations and labora-
tory settings, and residents were capable of intubat-
ing 91.6% of their patients by their third attempt 
[3]. Errors during intubation training range from 
early struggles with mechanics and endotracheal 
tube placement to view-related issues near profi-
ciency [8].   

Improvements in skill acquisition and retention 
were observed based upon experiential versus 
guided learning with ETI [12]. Physical ergonom-

ics and the effect of patient position have not been 
adequately addressed within the literature. Multiple 
studies have explored the movement, position and 
force transmitted through the laryngoscope [2]; 
however previous electromyography and biome-
chanical research have not been related to task per-
formance. This pilot study has been designed to 
define muscle utilization and hand, arm and wrist 
positions of practitioners, and observe how these 
vary with changes in experience level and patient 
position. 

2.  Methods 

2.1 Participants 

Twenty novice and expert participants were 
recruited from the University of Nebraska Medical 
Center to participate in this study. Fifteen third and 
fourth-year medical students were recruited to par-
ticipate as novice subjects based upon a lack of 
prior experience with ETI procedures and airway 
equipment. Five expert participants were selected 
from the department of Emergency Medicine. All 
expert participants had more than 5 years of expe-
rience in emergency airway management. All par-
ticipants reported that they had not experienced any 
musculoskeletal injuries in their left hand, arm or 
shoulder within the past 12 months. The partici-
pants’ mean (standard deviation) information is 
displayed in Table 1. 

Table 1 

Participant Information 

    Male Female Overall 

N
ov

ic
e Age (Years) 25.3 (1.4) 23.8 (1.9) 24.7 (1.8) 

Height (cm) 178.6 (5.1) 163.0 (3.5) 171.8 (9.1) 
Weight (kg) 177.3 (28.5) 125.6 (12.4) 154.7 (34.6) 

E
xp

er
t Age (Years) 49.5 (6.0) 36.0 (n/a) 46.8 (8.6) 

Height (cm) 179.8 (7.4) 186 (n/a) 181.0 (7.9) 
Weight (kg) 174.3 (15.8) 300 (n/a) 199.4 (58.4) 

 

2.2 Apparatus & Approach 

All ETI trials were completed in the Clinical 
Simulation Laboratory at the University Nebraska 
Medical Center.  Simulated ETI procedures were 
completed using a Difficult Airway Trainer (Laer-
dal, Wappingers Falls, NY) situated in a supine 
position atop an adjustable-height hospital bed 
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(Advanta, Hill-Rom Services, Inc., Batesville, IN). 
The trials took place at the maximum and mini-
mum heights of the adjustable bed (96 cm and 62 
cm). An assisting researcher held the forehead and 
abdomen of the airway manikin to resist lifting 
forces during each trial. A standard C-Cell laryn-
goscope (Rüsch Model No. 8321000, TeleFlex 
Medical Inc.), McIntosh No. 4 blade and size 7.0 
endotracheal tube and stylet were used to complete 
the ETI procedures. 

 

 

Fig. I – ETI Trial at 62 cm (left) and 96 cm (right) 

Wrist positions and muscle activity of the left 
arm were measured during ETI trials to determine 
the effect of participant experience and patient 
position in relation to muscle utilization and wrist 
postures. Researchers chose to observe wrist 
flexion and extension, radial and ulnar deviation, 
and forearm pronation and supination to define the 
range of motion during ETI procedures.   

Wrist posture data was gathered using a dual-
axis goniometer (model No. SG150, Biometrics 
Ltd.) and torsiometer (model No. Q110, Biometrics 
Ltd., Gwent, UK).  Researchers selected the flexor 
carpi radialis (FCR), extensor carpi radialis (ECR), 
bicep brachii and anterior deltoid muscles to 
evaluate grasping and lifting muscles associated 
with the task.  Muscle utilization was recorded 
using bipolar surface electromyography (EMG) 
sensors (SX230, Biometrics Ltd., Gwent, UK), 
aligned along the center of each muscle and 
sampled at a rate of 1000 Hz [7, 16]. A digital 
event marker was utilized to record trial events.  
All equipment was connected to an eight-channel 
Biometrics DataLINK™ DLK900 system and 
recorded using DataLINK PC Software (V. 7.0, 
Biometrics Ltd., Gwent, UK). 

2.3 Experimental Procedure 

All subjects were informed of the purpose of 
the study, procedures and associated risks prior to 
participation and voluntarily signed informed con-
sent and waiver agreements. Anthropometric mea-
surements of stature, acromial height, elbow height, 
xiphoid process height, upper-arm length, forearm 
length, hand length, hand breadth, hand spread and 
grip span were recorded for all participants using a 
GPM™ anthropometer, sliding digital calipers and 
a conical measuring device, respectively. After 
gathering anthropometric data, each participant 
responded to a brief questionnaire regarding areas 
of medical interest and ETI procedure perceptions 
and experience. 

Participants were then seated and prepped for 
EMG sensor application using a sterile alcohol-
based swab. Surface EMG sensors were individual-
ly placed over the ECR, FCR, bicep brachii and 
anterior deltoid muscles and fixed with a temporary 
two-way adhesive and athletic tape. Muscle loca-
tion was determined using anthropometric land-
marks [7] as well as active data from the EMG sen-
sor and DataLINK™ software. Resting and maxi-
mum static contraction values were recorded for 
each observed muscle so that muscle utilization 
during the task could be normalized against a max-
imum impulse level specific to each participant.   

To position the goniometer, each participant 
sat with their left hand and arm resting on a table 
and their palm resting naturally against the surface. 
The dual-axis goniometer was positioned along the 
second metacarpal, on top of the wrist and along 
the back side of the left hand.  The torsiometer was 
positioned alongside the goniometer, extending 
along the forearm. To ensure a neutral starting po-
sition, the torsiometer was placed while the partici-
pant extended their left arm along the surface of the 
table, rotating their forearm into a neutral position 
alongside the vertical face of a box on the tabletop.  
Once positioned, the goniometer and torsiometer 
were calibrated for these neutral positions. Fig II 
displays the placement of goniometer and torsi-
ometer sensors on the left hand and arm during a 
trial. 
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Fig. II – Location of goniometer and torsiometer sensors on left 
hand and arm 

 

 

2.4 Trial Procedure 

Our novice subgroup was unfamiliar with 
emergency airway management, ETI procedures 
and laryngoscopy equipment.  Prior to performing 
task trials, each novice participant received a brief 
overview of airway anatomy, the airway trainer, 
standard terms in ETI procedures, step-by-step in-
structions for completing ETI tasks, and an intro-
duction to laryngoscopy equipment. Participants 
also observed one example ETI procedure per-
formed by the researchers. Participants were then 
made aware of what data would be recorded for 
each trial as well as specific errors to avoid during 
the task. Prior to trial commencement, each novice 
participant was allowed a single practice trial to 
familiarize themselves with the trainer and task, 
and to clarify any areas of uncertainty. 

Task time was assessed as the time between 
the introduction of the laryngoscope and the secure 
placement of the endotracheal tube. Participants 
were responsible for determining correct endotra-
cheal tube depth and notifying researchers when 
they felt confident that the trial was complete. After 
each trial, researchers would evaluate trial duration, 
endotracheal tube depth and placement, the number 
of intubation attempts, and any incidents of dental 
trauma. Participants were also asked to assess the 
achieved laryngeal view using the Cormack and 
Lehane (C & L) scale [5]. 

Novice participants completed six total trials, 
three at each hospital bed height (62 cm and 96 cm). 
The starting order for bed height was randomized 
between participants. Each participant received a 
60 second break between trials, and a five-minute 

break between trials three and four while bed 
height was adjusted. After trial 6, all participants 
completed additional task-related qualitative ques-
tions regarding ETI procedures before being re-
leased from the study. 

Expert participants acknowledged proficiency 
with ETI procedures and were only acquainted with 
the airway trainer and study objectives. Due to the 
limited availability of expert participants, as well as 
a mild learning effect noticed during novice data 
collection, the trial procedure for expert partici-
pants was modified to improve the reliability of 
trial data. Expert participants completed five ETI 
trials at each hospital bed height starting with 96 
cm and ending at 62 cm, for a total of 10 trials. Due 
to the limited sample size, the starting height was 
not randomized for the expert subgroup.  Expert 
participants received 60-second rest breaks be-
tween trials and a five-minute break between the 96 
cm and 62 cm trial sets. Expert participants com-
pleted a similar pre and post-procedure question-
naire adapted for their skills and experience with 
ETI procedures. All trial performance metrics were 
consistent between expert and novice participants. 

2.5 Data Analysis 

Trial data was trimmed using DataLINK™ (V. 
7.0) PC Software to contain only data from the trial 
time period dictated by inputs from the digital 
event marker. EMG data channels were adjusted 
using Add-for-Zero and root mean square (RMS) 
filters to provide the absolute value of muscle ac-
tivity within the trials. The mean muscle utilization 
figure for each muscle during task trials was di-
vided by the average maximum contraction value 
(specific to each participant), resulting in a propor-
tion of muscle utilization per muscle and trial. Va-
riable data from goniometer and torsiometer read-
ings required no additional processing and was 
adjusted for task duration only. 

Categorical variables were created to describe 
wrist postures and muscle utilization using a five-
class frequency distribution with equal group den-
sities. These categorized variables allowed re-
searchers to perform additional ANOVA tests. The 
frequency distributions represent the entire range of 
data obtained for each variable, and specific cut 
points for each data set were determined using 
SPSS (V. 19.0) statistical software. 
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2.6 Experimental Design 

Several analyses were constructed to determine 
the influence of wrist postures, muscle utilization 
and hospital bed height within and between the 
novice and expert subgroups. Initial ANOVA tests 
were run on the dependent variable of task time by 
blocking on participant subgroups  to determine the 
significant main effects among all variables. Inde-
pendent variables for these analyses included the 
trial number, bed height, gender, starting order and 
the categorical variables for all EMG and wrist 
posture data. Post hoc (Tukey) tests for non-
homogeneity were then performed for statistically 
significant factors to determine the mean differenc-
es between treatments of independent variables. 
Additionally, paired and independent-sample t-tests 
were also used to examine the significance of bed 
height and participant type on a variety of depen-
dent variables. 

To examine muscle utilization and wrist post-
ures between subgroups and hospital bed heights 
(an interaction), this interaction variable ‘permuta-
tion’ was created to define trials belonging to ex-
pert and novice participants at the two different bed 
heights. Simple one-way ANOVA and Tukey tests 
were then performed using the continuous EMG 
and wrist posture data as the dependent variable 
and the trial permutation as the independent varia-
ble. All analyses were performed using SPSS (V. 
19.0) statistical software. 

3. Evaluation of Experiment Results 

3.1 Task-Related Statistics 

Novice participants required greater time to 
complete ETI procedures than expert participants 
while also making significantly more errors (p � 
0.050). Neither group exhibited significant changes 
in error rates at lower bed heights, however novice 
trials included more errors at a near-significant 
level (p = 0.058).  Expert participants required less 
time to complete trials at the lower bed height (p = 
0.007), although the actual time differences be-
tween heights were minimal. Additionally, differ-
ences in laryngeal view and endotracheal tube 
placement accuracy were not significant between 
subgroups or bed heights.  Task-related statistics 
are displayed in Table 2. 

 

Table 2 

ETI Trial Statistics 

  Time (sec) Depth (cm) Error 
C & L 
View 

Exp. 96 cm 10.2 (2.7) 22.1 (0.8) 8% 2.04 

Nov. 96 cm 21.0 (8.9) 21.7 (1.2) 45% 2.02 
Exp. 62 cm 8.7 (2.5) 21.44 (0.9) 16% 2.08 

Nov. 62 cm 18.4 (6.9) 21.9 (0.7) 31% 2.02 
 
Among novice participants, the main effects 

and two-way interactions of gender, trial number 
and bed height were significantly related to task 
completion time (p � 0.050). The independent va-
riables of starting order and all categorical values 
for EMG and wrist posture data were not signifi-
cantly related to task completion time (p > 0.050).   

Among expert participants, only the main ef-
fect of trial number was significantly related to task 
completion time (p = 0.028).  The main and two-
way interaction effects of bed height, gender and 
all categorical values for wrist postures and EMG 
data were not significantly related to task comple-
tion time (p > 0.050).   

The lack of significant main effects among ex-
perts with respect to time can be partially explained 
by the minimal variation in task completion times 
among experts (mean = 9.44 sec., standard devia-
tion = 2.71). Fig III illustrates the difference in task 
completion time and the effect of trial sequence 
among novice and expert participants sharing iden-
tical trial sequencing (the first 3 trials were used 
from each level for expert participants). 

Fig. III – Trial completion time by trial number, height and 
subgroup 

3.2 Wrist Postures 

Wrist posture data (degrees) was analyzed us-
ing the independent variables of subject type and 
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bed height. The main effects of subject type were 
significant for wrist extension (p = 0.009), ulnar 
deviation (p < 0.001), and forearm supination (p = 
0.002). Additionally, bed height did not reveal any 
significant effects among wrist posture data. To 
further examine differences within treatments of 
each variable, an interaction variable was created to 
define the trial permutation of participant subgroup 
and hospital bed height. Statistically significant 
effects were observed between the interaction vari-
able and wrist extension (p = 0.007), and ulnar dev-
iation (p < 0.001), and forearm supination data (p = 
0.008). Mean differences between treatments were 
analyzed using a Tukey test and significant differ-
ences are designated by groupings (A, B) in Fig. IV.  

Fig. IV – The effect of subgroup and bed height on wrist post-
ures 

3.3 Muscle Utilization 

Utilization of the ECR, FCR, bicep brachii and 
anterior deltoid (% of maximum) were examined 
using the independent variables of subject type and 
hospital bed height. In all cases, muscle utilization 
was not different for changes in the hospital bed 
height variable (p > 0.050).  Highly significant ef-
fects were found for the variation in bicep brachii 
(p < 0.001) and anterior deltoid (p = 0.001) utiliza-
tion between novice and expert subject groups.  
Significant differences did not exist between ECR 
and FCR utilization between participant groups. 
The interaction variable was used to investigate the 
effect of participant subgroup and hospital bed 
height by muscle utilized. The effects of the inte-
raction variable against the dependent variables of 
ECR and FCR utilization were not statistically sig-
nificant (p > 0.050), however significant effects 
were observed for bicep brachii and anterior deltoid 
utilization (p = 0.006, p = 0.010). Muscle utiliza-

tion across participant subject types and hospital 
bed heights are shown in Fig. V. 

 

Fig. V – The effect of subgroup and hospital bed height on 
muscle utilization 

4. Discussion 

The purpose of this study was to examine the 
relationship between experience level, patient posi-
tion (hospital bed height), muscle utilization and 
wrist postures with respect to the completion of 
ETI procedures. Because of the variety of circums-
tances requiring endotracheal tube placement, re-
searchers were hoping to provide substantial evi-
dence that proper patient positioning would reduce 
the amount of time required to perform ETI proce-
dures, while also reducing task-related errors. Ad-
ditionally, researchers expected to see significant 
differences for wrist postures and muscle utiliza-
tion between novice and expert subject groups.   

A non-significant reduction in errors was ob-
served at the higher bed heights among expert par-
ticipants; however this did not hold true for novice 
participants. Minor variations in muscle utilization 
existed between subject groups; expert participants 
used a greater proportion of their bicep brachii and 
anterior deltoid muscles.  Utilization of the forearm 
muscles did not differ between subject groups, and 
bed height had a minimal effect on levels of muscle 
utilization within subject groups. Based upon indi-
vidual maximums, the data in this study indicates 
that clinicians use approximately 5% - 30% of their 
maximum output of grasping and lifting muscles 
during simulated ETI procedures. Additionally, 
initial data indicates that successful clinicians rely 
upon a high level of large-muscle utilization in 
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their left arm. This finding supports previous re-
search regarding the importance of lifting force 
during successful endotracheal tube placement [2].  

Expert participants exhibited significantly less ul-
nar deviation and forearm supination, as well as 
greater wrist extension when compared to novice 
participants, while achieving similar orientations of 
the laryngoscope blade and handle. The significant 
findings form this this data supports the observa-
tion that experienced practitioners grasp the laryn-
goscope in-line with their forearm and across their 
palm, rather than gripping the handle normal (per-
pendicular in orientation) to the forearm. As a re-
sult, fewer awkward wrist and forearm postures 
were observed for the experienced practitioners as 
they performed ETI procedures, resulting in greater 
recruitment of appropriate lifting muscles and a 
reduction in task completion time. Applications of 
these findings could contribute to the improvement 
of ETI procedure training within medical residen-
cies as well as a preliminary study for an ergonom-
ic redesign of the laryngoscope handle to improve 
the intuitive hand, arm and tool relationships.  
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